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Due to the unique design of the Parallel Rod Test Object (PRoTO) and the associated semi-automated analysis 
program, it was necessary to test it extensively for precision and accuracy, and preliminarily for utility, before 
its distribution for wider use in MRI system quality control (QC). The test object and analysis program measured 
the desired quantities reproducibly and they accurately measured predicted changes from intentionally adjusted 
imaging system parameters, yielding sensitivity of the various test measures to deviation in the system operating 
parameters. From a single scan of the most recent revision of the test object, multiple quantitative quality control 
measures were obtained throughout the scanning volume on two MR imaging systems over periods of six and twelve 
months, respectively. From these and earlier trials, an initial indication was obtained of which performance mea- 
sures are worth monitoring for QC. This experience suggests that signal-to-noise ratio (SNR) and distortion (in- 
cluding display scale) should be monitored but not necessarily the resolution. The latter was only found to alter 
at the same time or later than other parameters such as SNR had changed. Slice thickness was found to vary on 
some units and this measure was also used in normalizing the SNR by voxei volume. SNR, distortion, and resoiu- 
tion measurements using field-echo sequences were less stable than those using spin-echo sequences. Use of this 
QC program to test a wide variety of image quality measures allowed timely assessment of the long-term variabii- 
ity of the units tested. Long-term variability may become among the most important measures for comparison 
of system performance and maintenance. Results are still inconclusive on the importance of tracking measures 
from sequences that are potentially most sensitive to small system misadjustments. 
Keywords: Magnetic resonance imaging (MRI); Quality assurance; Signal-to-noise; Phantom; Image processing. 
INTRODUCTION 
Test objects have been developed to measure the qual- 
ity of images produced by MR systems with much more 
sensitivity to typical, objectively defined image qual- 
ity measures than is possible through inspection of clin- 
ical images. Typically, these objects are used to verify 
potential misadjustments of a unit when the clinical im- 
ages produced by the unit seem degraded to the system 
users (radiologists and technologists). Although obvi- 
ous changes would be detected by the users, the effect 
of subtle changes on ease of diagnosis and treatment 
planning might be significant, particularly with certain 
types of performance degradation. One situation where 
test object quality control would be superior, would be 
to detect slow degradation in the imaging system that 
takes place on a time scale that hides it from the sys- 
tem users. If the degradation progressed in this way, 
a significant reduction could occur in the image qual- 
ity without the users becoming aware of it. 
There is clearly a cost in machine time involved in 
providing the additional system monitoring required 
to perform test object-based quality control. The 
AAPM’ suggests that resonance frequency, signal-to- 
noise ratio (SNR), image uniformity, spatial linearity 
or anisotropy, high-contrast resolution, slice thickness, 
and slice separation/position be determined for qual- 
ity control (QC). The time required can be minimized 
by monitoring only a subset of the image quality pa- 
rameters determined to be most important’ or by de- 
termining all parameters with a single acquisition. To 
date most test objects require various inserts and a 
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number of scanning sequences before a reasonably 
complete range of performance quantities can be as- 
sessed over the portion of the scan volume appropri- 
ate to these measures. A test object has been developed 
by the authors to measure all of the parameters recom- 
mended by the AAPM with a single scan by using com- 
puter image analysis. This object and the associated 
computer code are available currently for testing at MR 
facilities as part of collaborations with the authors. 
The predecessor of the Parallel Rod Test Object 
(PRoTO) evaluated here was developed and reported 
previously for use in determining quantitative measures 
of MR unit performance.3 Both this and the current 
device were not of common design since there was only 
one fixed insert of a checkerboard pattern for each test 
object, rather than the more usual series of inserts, each 
designed to test one or a few different performance 
measures. However, significant questions remained due 
to the nonstandard geometry. Specificaliy, the utility 
of the small image areas used compared to other SNR 
test objects needed to be tested. The image area used 
was a compromise between our desire to make regional, 
geometric-fidelity measures and the need for a large 
number of pixels over a uniform region for reasonable 
statistics on measures such as resolution and SNR. 
Other questions include whether the test-object results 
were precise and accurate enough for sensitive QC? 
Could the long-term variability of an MR unit be de- 
termined? Specifically, how sensitive was the test ob- 
ject and analysis to small system changes? This study 
sets out to answer some of these questions. 
METHOD 
Phantom Specifications 
The test object consists of an 18 x 18 x 38 cm rect- 
angular acrylic enclosure (Fig. IA) containing an ar- 
ray of 60 square acrylic rods. The rods abut the smaller 
faces and two of the long rectangular faces at a 45” an- 
gle. They are parallel to the other two long rectangu- 
lar faces. The inter-rod spacing is filled with a 400 FM 
manganese chloride (Mn&) solution through a fill 
port on one end of the phantom. The manganese chlo- 
ride solution produces a high-contrast signal relative 
to the rods. When properly positioned, the final trans- 
verse image of the long axis has a checkerboard appear- 
ance (Fig. 2). The test object is imaged on a 6” wedge 
to increase the sampling rate used for determination of 
the edge profiles. The rotation is about the axis of the 
magnet, causing the images of the test object to appear 
to be rotated 6” counter-clockwise. The exact position- 
ing of the test object and accuracy of the MRI system 
positioners can be determined optically using center- 
ing marks glued to the outside of the phantom or with 
_. Test Obiect 
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Fig. 1. (A) Test object. The small cross-section approximates 
the transverse cross-section of a human head and the large 
cross-section approximates the cross-section of an average 
human torso. The test object is scanned on a 6” wedge to al- 
low subpixel determination of the edge profiles. (B) Planar 
view showing slice position of center slice of each group of 
three. 
grooves milled in the inner sides of the test object en- 
closure. These grooves also allow testing for scan plane 
tilt. All images acquired in this study are 256 x 256 in 
size and 10 mm in slice thickness. 
Computerized Analysis 
The analysis program calculates the mean value of 
the performance quantities for each individual block 
as well as for each slice in the image. These performance 
quantities may be reported as averages over entire slices 
or the central portion of each slice or individually in 
the form of functional images of a given quantity.3 
Time variation can also be monitored through varia- 
tion plots of average values. The performance quanti- 
ties calculated are spatial anisotropy, distortion and 
resolution, slice thickness and separation, horizontal 
and vertical voxel size, and SNR. Slice thickness is cal- 
culated from the profile of the block edges where the 
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Fig. 2. Checkerboard image of test object showing transverse 
view of large cross-section. 
rod intersects the imaging plane at a 45” angle, while 
the slice separation is calculated from the relative po- 
sitions of blocks in adjacent slices. Distortion and an- 
isotropy are calculated from the principal deformation 
of the image (corresponding to the major and minor 
axes of the elliptical image of the unit circle). The de- 
viation from the value of 1, of the most affected axis, 
is the distortion. The ratio of the larger to smaller prin- 
cipal distortions is the anisotropy. High anisotropy 
shows that one direction on the image is more deformed 
than the other, while distortion can measure changes 
in scale. Both distortion and anisotropy are calculated 
for each signal block from the locations of the outer 
corners of the four adjacent signal blocks. The resolu- 
tion is calculated from the sharp transition edge of a 
signal block. Measures of the radiofrequency (RF) scale 
factor and signal attenuation are also noted with each 
scan. Horizontal and vertical pixel sizes are the mea- 
sured pixel sizes in the horizontal and vertical direc- 
tions. The SNR is calculated as the ratio of pixel values 
in signal areas to nonsignal areas, normalized against 
measured voxel volume that equals the product of the 
pixel sizes and the slice thickness. Definitions and cal- 
culation procedures of these quantities were outlined 
elsewhere.3 The analysis program is semi-automatic 
and, once running, involves no operator intervention. 
This has removed subjective decisions and made the 
analysis operator independent. For routine QC track- 
ing, the performance of the unit is determined from 
time plots of the mean value of each performance quan- 
tity over the central area of each slice. 
Tests Performed 
Precision of this QC method was assessed with re- 
producibility studies. In these studies, the test object 
was scanned three times consecutively in a Picker Vista 
0.5 T scanner (Picker International, Cleveland, Ohio), 
with and without repositioning the test object in the 
magnet between each scan. A spin-echo imaging se- 
quence was used with a TR of 1000 ms and a TE of 
30 ms (SE1000/30). Two signal averages were used. A 
total of nine slices were collected, with a slice gap of 
10 mm for six of the slices and zero gap for the other 
three slices. The field-of-view (FOV) was 40 cm. The 
image matrix size is 256 x 256. Performance quanti- 
ties of each scan were extracted from the generated im- 
ages using the QC analysis system. These performance 
quantities were then analyzed to study their variation 
across repeated scans. The variations were reported as 
percent standard deviation of the mean of each perfor- 
mance quantity. This represents uncertainty in deter- 
mining these performance quantities under normal 
conditions due to random, short-term variation in im- 
aging conditions and machine performance. A change 
in these performance quantities beyond this level could 
be reasonably attributed to a consistent change of ma- 
chine performance. Depending on the rate of variation, 
the machine could be serviced to maintain the optimum 
level of performance when the image quality was mea- 
sured to be significantly degraded. 
To estimate the accuracy of the QC method, an in- 
direct approach was taken. Instead of comparing the 
performance quantities obtained using this QC method 
against hand measured values of these performance 
quantities, which might suffer from lack of sufficient 
statistical averaging and, in some cases, be subjective, 
we compared the performance quantity changes in- 
duced by intentional alteration of the nominal MRI 
scanner settings with the amount of change of the nom- 
inal MRI scanner settings. Image quality data, used 
for this comparison, was obtained from the three cen- 
ter slices of the test object scanned using a spin-echo 
sequence (SE600130) on the 0.5 T system. The field of 
view was 45 cm and slices were separated from each 
other by 5 mm. There were two signal averages. Im- 
ages were acquired at the normal settings and with the 
tip angle of the excitation RF pulse of the spin-echo 
sequence and the x/v/z gradient amplitudes settings 
being varied one at a time. The results were reported 
as the average across all slices of the unbiased r.m.s. 
deviation of the performance quantities from the theo- 
retically predicted values based on the hardware ad- 
justments. These r.m.s. deviations are considered to 
be measures of inaccuracy of the machine and the anal- 
ysis system in tracking the intentional parameter ad- 
justments. It was expected that the SNR will track the 
changes of the tip angle variation and spatially related 
performance quantities will follow the gradient am- 
plitude adjustments. Specifically, thexandy gradients 
alter the voxel size in the direction of the gradient be- 
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ing varied and, therefore, alter the distortion and an- 
isotropy. The distortion changes proportionally to the 
gradient since it equals the largest linear elongation or 
contraction of the image. The anisotropy, however, has 
an irregular functional form since it is calculated as the 
ratio of the larger principal distortion to the smaller, 
which corresponds to the major and minor axes of the 
elliptical image of a circle. Because the relationship is 
dependent on the relative magnitudes of the principal 
distortions, the dependence of the anisotropy on the 
varied gradient changes from inverse to linear as the 
gradient surpasses the nominal value. The measured 
resolution changes also correspond to changes in the 
y gradient, while the thickness and separation change 
in proportion to the z gradient. The average measured 
SNR differences from the expected SNR values corre- 
sponding to different tip angle settings of the excita- 
tion RF pulse was translated back to degrees. It should 
be interpreted as the average uncertainty in determin- 
ing tip angle changes if SNR value is solely relied upon 
to predict this change. 
In order to assess the ability of the test object sys- 
tem to detect local, inhomogeneous distortion, the test 
object was scanned in the head coil of the 0.5 T system 
with a small piece of steel wire attached to the outer 
shell of the test object. The metal piece measured 
0.9 mm in diameter and was 1 cm long. It was used to 
produce a local distortion in the image. The perfor- 
mance quantities were calculated from the generated 
images to evaluate their response to this type of distor- 
tion in comparison with normal measurement variation. 
To evaluate MRI system variability using the set of 
performance quantities obtained from the QC method 
and to determine which performance quantities are 
more appropriate for routine QC, the test object was 
scanned regularly with the 0.5 T scanner and a 1.5 T 
Signa (General Electric Medical Systems, Milwaukee, 
WI) over a period of 1 yr and 6 mo, respectively. The 
time between each scan varied from a week to a few 
weeks. In the tests performed on the 0.5 T unit and the 
1.5 T unit, spin-echo (SE1000/300) and gradient-echo 
(FE500/18) sequences were used. Nine transverse slices 
were collected, three at each end and three in the mid- 
dle (Fig. 1B). One of the end groups was not interleaved 
and did not have any gap between slices. The other im- 
age slices were interleaved and had a slice gap equal to 
half of the slice thickness of 10 mm. The FOV was 
40 cm for the 0.5 T system and 45 cm for the 1.5 T sys- 
tem. Two signal averages were used. 
RESULTS 
Reproducibility 
Table 1 gives the variation of the image parameters 
(used as performance quantities) of the 0.5 T unit dur- 
ing the reproducibility study. Two groups of data were 
recorded: one group with the test object repositioned 
between scans and one without repositioning. These 
data show the upper limits on the precision with which 
the performance quantities could be determined. By 
comparing these two groups of data, the variability as- 
sociated with positioning the test object could also be 
estimated. In most performance quantities, there were 
no significant differences between these two groups of 
data. However, slice separation and spatial resolution 
obtained with the spin-echo image sequence seemed to 
be quite sensitive to repositioning of the test object. 
Aside from SNR, slice separation and spatial resolu- 
Table 1. Reproducibility study of performance quantity measures 
No repositioning Repositioning between tests 
Performance quantity Spin-echo Field-echo Spin-echo Field-echo 
Horizontal voxel size 0.1 0.1 0.1 0.2 
Vertical voxel size 0.2 0.3 0.1 0.3 
Separation 1.8 2.3 3.6 2.6 
Thickness 0.3 0.3 0.4 1.2 
SNR 3.5 3.2 3 4.5 
Anisotropy 0.2 0.2 <O.l 0.4 
Distortion 0.1 0.2 0.3 0.1 
Resolution 1.8 1.9 4.1 1.7 
Upper limits on the precision of the performance quantities are calculated as their variability, i.e., percent standard 
deviation (SD) of multiple measurements of a performance quantity, both with and without repositioning the test 
object in the magnet between measurements. The standard deviation of the distortion value is given because distor- 
tion is defined as a percentage difference. 
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tion, all quantities could be reproduced to within 1%. 
Field echo measurements were similar to the spin-echo 
data. 
Accuracy 
The accuracy of the QC method was measured in 
terms of the sensitivity of the performance quantities 
to changes in nominal MRI system settings. These re- 
sults are reported in Table 2, where an operational 
definition of sensitivity is given. The quantified mis- 
adjustments of nominal MRI system settings were used 
to artificially induce a change of performance in the 
MR unit. How well performance measures follow the 
expected relationship to the misadjusted machine pa- 
rameter gave us an estimation of the accuracy of the 
QC system. Because the nominal tip angle of the exci- 
tation RF pulse is 90”, the SNR measurement which 
tracks this tip angle change does not seem very sensi- 
tive, at least in the sense of changes of the tip angle in 
degrees. This is because the image intensity is propor- 
tional to sine of this tip angle, which varies least at an- 
gles near 90”. Figure 3, showing the SNR as a function 
of tip angle, is representative of the agreement between 
theory and experiment achieved. Using distortion mea- 
surement, changes of x or y gradient below 1% were 
detected. If anisotropy measurement was used, the min- 
imum change to the gradient that could be detected was 
2-2.4070. This indicates distortion was a more sensitive 
indicator than anisotropy to spatial changes in images. 
Changes in the z gradient of 3% and 5.5% can be 
tracked with slice thickness and separation respectively. 
In general, comparing Table 1 and Table 2 shows that 








- means”, slrl(tb angle) 
Fig. 3. Measured variation in SNR as function of tip angle. 
The dashed line is the theoretical sine curve. 
determines the minimum change to the MR system set- 
ting that can be discriminated from normal variation 
of the MR unit and measurement device. 
Long- Term Variability 
Results of the long-term variability study of the var- 
ious performance quantities calculated using the test 
object in the 0.5 T Vista (Picker) unit and in a 1.5 T 
Signa (GE) imager are listed in Table 3. The variabil- 
ity was calculated as the standard deviation of the quan- 
tity as a percentage of the mean with the exception of 
the distortion, where the standard deviation is quoted, 
since distortion is already a percent difference. Perfor- 
mance quantities extracted from spin-echo studies were 
more stable temporally than the values obtained from 
field echo studies. All performance quantities extracted 
from spin-echo studies have less than 10% average vari- 
Table 2. Accuracy estimation of the QC method under study, measured as the sensitivity 
of performance quantities to changes of MRI scanner settings 
Machine parameter Performance measure Functional relationship Sensitivity 
Tip angle SNR sin(tip angle) 16” 
x Gradient Horizontal voxel size l/(x-gradient) 1.1% 
Distortion l/(x-gradient) 0.7% 
Anisotropy x-gradient, 1 /(x-gradient) 2.4% 
y Gradient Vertical voxel size l/&gradient) 0.9% 
Distortion 1 /(y-gradient) 0.7% 
Anisotropy y-gradient, l/&gradient) 2.0% 
Resolution 1 /(y-gradient) 1.6% 
z Gradient Slice thickness l/(z-gradient) 3.0% 
Slice separation l/(z-gradient) 5.5% 
Sensitivity values are defined operationally as the average across three slices of the unbiased r.m.s. deviation of the mea- 
sured performance quantities from their theoretically predicted value evaluated using their functional relationship with 
the machine parameters. Variations larger than the stated sensitivity are detectable with a probability exceeding 68%. 
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Table 3. Long-term variability is the percent standard 
deviation of a performance measure obtained 
in studies over a period of several months 
and separated by at least several days 
Performance quantity Spin-echo Field-echo Spin-echo 
Horizontal voxel size 0.6 0.7 1 
Vertical voxel size 0.4 0.4 0.5 
Separation 4 4 3.9 
Thickness 3 12 1.1 
SNR 6 20 13 
Anisotropy 1 2 0.4 
Distortion 0.8 2.8 0.5 
Resolution 4 8.3 2.8 
0.5 T 1.5 ‘I 
The standard deviation of the distortion value is given because dis- 
tortion is a defined as a percentage difference. 
All slices: slice thickness = 10 mm, slice gap = 5 mm. Spin echo 
sequence: TR = 1000 ms/TE = 30 ms, field echo sequence: TR = 
500 ms/TE = 18 ms. 
ation over the year in which the data were collected on 
the 0.5 T unit. Data were compiled from the 1.5 T scan- 
ner for 6 mo. There were 25 and 8 data points collected 
for the 0.5 T and the 1.5 T scanners, respectively. Al- 
though studying only two scanners makes this data 
somewhat anecdotal, the scanners were in clinical op- 
eration and had routine manufacturer service (under 
contract) for the entire test period, making their per- 
formance representative of the performance of other 
clinical machines. 
Figure 4 shows the long-term variability in the dis- 
tortion for the 0.5 T unit. The other performance mea- 
sures could also be displayed in this manner. Control 
limits (running mean +2 standard deviations) were cal- 
culated to determine if the unit varies from the norm. 
The horizontal voxel size and anisotropy results follow 
trends similar to that of the distortion data. The shift 
in distortion in December corresponded to an increase 
in voxel size that was also noted by the service person- 
nel. The voxel size was decreased in April. The field- 
echo results had a similar time history as the spin-echo 
results, but tended to show more week-to-week varia- 
tion. Although there was occasionally a spurious mea- 
surement, the test object and analysis generally tracked 
the performance of the MRI unit. Figure 5 shows the 
variation in the SNR for the 0.5 T unit as measured with 
the PRoTO, compared with the Picker SNR test ob- 
ject results measured by the Picker service engineers. 
The different scale is due to the PRoTO data being nor- 
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Fig. 4. Distortion data collected over a year. The plotted val- 
ues are the mean distortion value for the slice, SD of mean 
(dashed line), and running mean +2 SD (solid line) over pe- 
riods in which the performance was stable. The distortion 
value is plotted for the center slice of each group of three for 
spin-echo and for one center slice for field echo. The slices 
have been offset (i4%) for clarity. 
Local Distortions 
The images produced by placing a l-cm length wire 
on the outside of the test object are clearly distorted 
as shown in Fig. 6. The worst, average distortion mea- 
sured by the program over any nine-block region in 
Fig. 6A was -1 .O% and in Fig. 6B was -4.1%. The 
visible and measured distortion varied in each slice and 
from slice to slice. Only four of the slices were distorted 
and the sides of these images opposite the wire were 
normal. 
DISCUSSION AND CONCLUSIONS 
Estimates of the sensitivity of the Parallel Rod Test 
Object (PRoTO) and the associated semi-automated 
** T PRoTO 
Service Engineer 
- 2000.00 
-- 1500.00 g 
0 
E 
.- 1000.00 5 v, 
6 10 5 500.00 
30.Aug 28-Nov 26-Feb 26-May 24-Aug 
Run Date 
Fig. 5. Percentage difference from the mean of the signal to 
noise ratio obtained for spin-echo sequences with the paral- 
lel rod test object (PRoTO) and the Picker SNR test object. 
SNR determined with the PRoTO is volume normalized 
to cm3. 
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Fig. 6. Images of test object in 0.5 T head coil in a plane parallel to square face, when a l-cm length of steel wire was attached 
to the head coil frame. The plane of (A) is 1.4 cm from location of the wire, which is in the plane of (B). 
analysis program were determined from the smallest 
change of a performance measure which could be at- 
tributed to a consistent change in the unit rather than 
testing variability. It was bounded by the precision and 
accuracy with which the performance measures could 
be determined. 
The reproducibility studies on the 0.5 T unit (Ta- 
ble 1) show upper limits on the precision with which 
the performance quantities can be determined. Except 
for SNR, slice separation and resolution, all the mea- 
sured quantities could be reproduced to within 0.4% 
for spin-echo sequences and 1.2% for field-echo se- 
quences, with or without the phantom repositioned be- 
tween scans. For most measurements, variability over 
multiple studies, with repositioning the PRoTO be- 
tween scans, were similar to results obtained when the 
test object was not repositioned between scans. This in- 
dicated that the test object can be scanned reliably over 
time in the MR unit by demonstrating that experimen- 
tal error in position is dominated by statistical error of 
the measurement system. Repositioning error may have 
been small due to accurate placement of the PRoTO 
in the MR unit bore using laser alignment or because 
the analysis program was tolerant of imprecise position- 
ing. It also indicated that motion of the fluid in the rel- 
atively confined cells of the test object was not too great 
after rapidly repositioning the test object. 
Slice separation varied more than thickness, distor- 
tion, and anisotropy (with or without repositioning of 
the test object). The difference could be explained par- 
tially by the way in which slice separation is determined. 
Slice separation was calculated as the distance between 
the middle of a slice thickness edge of a signal block 
of an image slice, to the middle of the slice thickness 
edge of the corresponding signal block of the next im- 
age slice. Each extra step taken to determine slice sep- 
aration in addition to the determination of slice 
thickness will introduce some error. Calculation of slice 
separation as the difference of two quantities will also 
enhance the error by square root of two. If, in the fu- 
ture more precision is required, then the variability in 
slice separation measurements could be reduced by sig- 
nificant reprogramming. 
By scanning the PRoTO with an MR unit that was 
purposefully misadjusted, we were able to confirm the 
expected functional dependence of performance mea- 
sures on machine parameters (Table 2) and produce an 
accuracy estimate of the QC system. The values quoted 
are the average across all slices of the unbiased r.m.s. 
deviation from the theoretically predicted value of the 
measured quantity. These values are calculated using 
theoretical relationships of the performance quantities 
to the machine parameters. Because this estimate is 
based on greater fluctuations in the machine operat- 
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ing parameters than are encountered during normal QC 
and on the accuracy with which these parameters could 
be controlled, this measure probably underestimates 
the accuracy of the test system. 
From this group of data, it can be concluded that 
a higher degree of accuracy can be achieved with our 
system by using distortion instead of using anisotropy 
or spatial resolution to determine spatial changes in the 
image plane. Similarly, it is better to use slice thickness 
instead of slice separation to detect z gradient-related 
changes, at least when the QC system under study is 
used. Given that the accuracy of the performance mea- 
suring system is reasonably determined, and that its re- 
producibility is well characterized, the test object can 
be employed to evaluate the accuracy or at least rela- 
tive accuracy of the imaging system under various im- 
aging conditions that are employed clinically and that 
might be most desirable for quality control measures. 
Local distortion produced by attaching a steel wire 
to the head coil was easily visible on this very regular 
test object pattern. The distortion measured by the test 
object analysis system was significantly different at the 
location of the wire, but was relatively small because 
of the spatial averaging employed for stability in rou- 
tine quality control. Special automated processing for 
detection of small local distortion may not be neces- 
sary, but at least visual inspection should be performed 
of images made throughout a large, coil-filling test ob- 
ject of regular shape and preferably regular pattern to 
detect small local distortions that can be caused by 
accumulation in the magnet of very fine magnetic 
materials. 
The long-term variation of image parameters was 
greater than the variability of the test object and pro- 
gram (Table 3), which allowed for detection of machine 
changes over time (Figs. 4 and 5). As expected, the spin- 
echo parameters were more stable than the field-echo 
parameters, but large differences between the pulse se- 
quences were noted only for SNR, distortion and res- 
olution. The larger variation in the SNR with the 
field-echo sequence was due, at least in part, to struc- 
ture noise originating from ringing at the signal/non- 
signal edge transition region resulting from finite 
sampling of the sharp block edges.4 The SNR variabil- 
ity results from the 0.5 T unit have been compared to 
the service engineer’s weekly figures. The latter were 
acquired using a Picker 19-cm uniformity phantom 
from which the signal is calculated from the central 
75% of the area of the test object image and the noise 
from a similar area of an image acquired with no RF. 
The variability of the service engineer’s spin-echo SNR 
results, measured with the rigorous but more time con- 
suming standard method, was 2% as compared to the 
6% we measured. For field-echo sequences, the Picker 
service engineer measured the long-term variability of 
the SNR to be 8%, again significantly lower than the 
20% we measured. Figure 4 shows the normalized vari- 
ation of the SNR measured with the PRoTO and with 
the Picker test object using similar spin-echo sequences. 
Clearly there was greater variation in the measurements 
made with the PRoTO, possibly resulting from struc- 
ture noise. However, a long-term reduction from No- 
vember to February was apparent in both data sets. If, 
in the future, it is concluded that structure noise is af- 
fecting the SNR too greatly, then a uniform section 
could be added to the end of the test object. After po- 
sitioning this new insert near the center of the magnet, 
repeat scanning with no RF would give the noise value. 
To date that has not been necessary. 
Although this paper does not attempt to prove the 
utility of this object system at detecting relevant sys- 
tem errors as they occur in practice, the reduction in 
SNR apparent from November to February (see Fig. 4) 
is an example of a case when a real problem was de- 
tected with this test object. During this period, the clin- 
ical users of the system complained of a reduction in 
image quality. System service personnel were called and 
an RF amplifier was replaced, bringing the perfor- 
mance of the unit back to pre-event levels. The ability 
of the test object to detect clinically relevant image deg- 
radation was shown by this event, although the reduc- 
tion in SNR was sufficient, in this case, to be detected 
by the clinical users of the unit. 
In another example, on the 1.5 T unit the alterna- 
tion of the SNR between significantly high and low 
levels on odd and even slices was documented by per- 
formance measurements4 and this documentation was 
instrumental in getting the system adjusted. As is of- 
ten the case, some radiologists recalled after the fact 
that they had noted or suspected that situation under 
some operating conditions, but had not taken strong 
action. Availability of a documented record for the sys- 
tem and even comparisons with other systems can be 
helpful in deciding whether an observed condition or 
change is abnormal or should be tolerated. 
From Table 3, it can be seen that there is some dif- 
ference in the long-term variability of the different pa- 
rameters in the machines tested. We suspect that this 
may prove to be a valid form of comparison between 
various units from the same manufacturer or between 
comparable units of different manufacturers. Parameter 
variability may reflect differences in field strength, en- 
gineering choices and design, and differing architecture. 
From our experience obtained from scanning the test 
object and from the results obtained using the semi- 
automated analysis system, it seems necessary to mon- 
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itor a selection of, but not all, the suggested QC 
measures regularly. SNR is sensitive to many abnor- 
malities of an MR system and is usually deemed a very 
important parameter in any QC program. Our result 
is consistent with this judgment. Slice thickness was 
more sensitive than slice separation to changes in the 
z-direction with our analysis algorithm. It appears, 
therefore, unnecessary to monitor both for the same 
purpose. 
It was also found necessary to monitor the distor- 
tion. With the semi-automated analysis system, anisot- 
ropy and resolution tended to follow trends seen in the 
distortion data but were less sensitive measures. This 
conclusion contrasts with some common procedures, 
where only the anisotropy (often called the distortion) 
is recorded. In that practice, overall display scale is ig- 
nored. This is done primarily because the proportions 
of imaged objects are deemed more important than the 
overall size (within limits), although both quantities 
may be important in some medical applications (e.g., 
radiation therapy planning). 
While some of these conclusions are specific to the 
methods we employed to measure these performance 
quantities, nevertheless, the test object and analysis 
program have been shown to be capable of determin- 
ing quantitative measures of an MRI unit. The QC pro- 
tocol is quick and easy to perform and takes less than 
15 min of machine time. The processing takes more 
time but is semi-automatic and therefore does not need 
operator intervention after the initial setup. Image pro- 
cessing software is run on a PC and can run on other 
computers that support ANSI C programming lan- 
guage with slight modification. To analyze obtained im- 
ages, it is necessary to remove the image header first. 
A limited knowledge of the vendor image format is 
therefore required. 
The test object and analysis have been shown to be 
sensitive to small system changes. As is shown in Ta- 
ble 2, the system was able to detect gradient changes 
above 0.7% with 68% probability. The test object and 
analysis program allow the precision and long-term 
variability of a unit to be determined. The measurement 
uncertainty was shown to be relatively independent of 
the test object positioning and much smaller than the 
variability of the unit tested. The variability measure- 
ments, in particular, would be a reasonable way to com- 
pare machines. Our results indicate that a subset of the 
recommended image quality parameters could be mon- 
itored without a reduction in the rate of detected ma- 
chine deviations. By periodically performing a single 
scan of the test object described here, the performance 
of the MRI unit could be monitored and the most com- 
mon system malfunctions detected. 
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